[Determination of the hemoglobin in poisoned blood by spectrophotometery].
In order to establish a objective method of analysis in the case of sulfured hydrogen poison. The sulfured hemoglobin of the biomaterials(blood) were investigated by the spectrophotometry. Results showed that sulfured hemoglobin had a specific absorbance peak at 612 nm, it is a linear relationship about the absorbancity to the concentration of sulfured hemoglobin. It is possible to mark the poison degree by the spectrophotometery.